We compared the BACTEC Peds Plus (Becton Dickinson, USA) and BacT/Alert PF (bioMerieux, France) pediatric blood culture bottles in the context of recovery and time to detection (TTD) of bacteria and fungi from pediatric patients. Methods: Blood samples were collected for culture from pediatric patients who were hospitalized during 2010 at a university hospital. BACTEC Peds Plus and BacT/Alert PF bottles were placed in the BACTEC FX and BacT/Alert 3D blood culture system, respectively, and tested for 5 days. Bottles flagged by instruments as positive were removed from the instruments and the TTDs were recorded. Results: A total of 5,018 sets (1 set, 1 BACTEC Peds Plus and 1 BacT/Alert PF) were evaluated. Overall, the recovery proportions for BACTEC Peds Plus and BacT/Alert PF bottles were 57% (134/195) and 69% (112/195), respectively. There was a significant differ-
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